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A QUANTUM-EFFICIENT SYSTEMATICS-FREE PHOTON-COUNTING
OPTICAL IMAGING SYSTEM FOR LONG BASELINE

INTERFEROMETRIC IMAGING OF FAINT DEEP SPACE OBJECTS

E. Keith Hege

Steward Observatory
University of Arizona
Tucson, AZ 85721

ABSTRACT

We have developed a four stage Proxitruonic® image Intcnsifier system with digital video
readout for use as a high detective quantum efficiency photonvcountt ng Imaging detector optim-
Ized for lon3 baseline speckle interferometric imaging of deep space objects. Accurate noise
bias calibration requires low geometric distortion Image intensifiers as well us linear video
readout to yield a stable, calibratable photon point spread function. The image intensifier
optimization Is not limited to video raster systems but Is intended to produce techniques for
implementation of a fast phosphor (X.3 response) image intensifier first-stage with MAMA- or
PAPA-type photon-coordinate readout systems. The objective Is to demonstrate a prototype
system for further evaluation of image intensifier capabilities in speckle imaging applications,
and to demonstrate ar. observing system optimized for use in diffraction- and statistics-llmited
imaging at the lowest possible photon flux with the highest possible photon-counting efficiency.

1. Introduction

Most applications which require large astronomical telescopes are limited by the available sig-
nal (photon flux). Post detection high angular resolution imaging applications are further lim-
ited by the atmospheric correlation time to very short primary integrations. Narrow bandpass
short exposure specklegrams with less than one photon per pixel, on the average, must be
detectable. The only sufficiently noise free imagers presently available are image Intensifiers.
These In turn need low-noise linear readout systems.

These Intensified image detectors are carried by large astronomical telescopes at the focal
plane of astronomical instrumentation, which normally operates in the dark telescope chamber
at night time ambient temperatures. Remote instrument support capabilities are located away
from the telescope, and in a more suitable work environment. This requires conversion of the
signal to digital format for noise free transmission. For greatest noise immunity, the analog to
dlgitai conversion is close to the primary detector.

There must be provision for real-time viewing of the data stream, both for object acquisition
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as well as for telescope guiding.

For evaluation of the quality of the data, some near real-time "quick look" capability is
required to evaluate the quality of the results to be expected from the off-line complex process
required for diffraction- and statistics-limited image construction. This requires significant
image construction capability at the observing site.

Because the sophisticated post-detection image construction algorithms require the raw image
data, real-time data logging is crucial. At the lowest light levels, simply recording the pho-
toelectron -vent coordinates will suffice. At higher photon fluxes, where more than one event
per pixel is detectable, the entire greyscale video data stream must be recorded.

The complexity of the instrumentation supported, and the requirements for considerable on-
site data reductions and analysis capability defines the need for a high-speed real-time instru-
mentation host computing system. Integrated data driven telescope and instrumentation con-
trol is required in an optimized speckle imaging system.

2. The Low Light Level Detecting System

Figure 2.1 ProxyBlue. The Steward Observatory Four-stage Proxitronic Image Intensifier System with CCD
readout. This unit contains the intensifier tubes, thermoelectric cooler, voltage divider, Kowa
transfer lens assembly and Pulnix CCD image sensor.

Specklegrams are read at 60Hz to freeze the atmospheric perturbations. Imaging detectors
scanned at such frame rates typically have several hundred electrons noise per pixel. A very
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high gain image intensifier system is necessary to provide sufficient noise-free amplification

for unambiguous, quantum-noise limited, detection of single photoelectron cver.ts.

Newly developed Proxitronic proximity focused image intensifier technology has been utilized

to produce a four stage image intensifier package with minimum geometrical distortion, low

noise, and high detective quantum efficiency. A photograph of the Steward Observatory Proxi-

tronic Image Intensifier package "ProxyBlue" is shown in Fig. 2.1. The name reflects its

spectral sensitivity, optimized for maximum quantum efficiency at blue to near ultraviolet

wavelengths.

Figure 2.2 The Pulnix CCD image sensor mounted on the Kowa transfer lens assembly.

A Pulnix® video CCD sensor is transfer lens coupled to the output of the four stage image

intensifier system with two fast Kowa® lenses operating as a fast 2:1 image reducer, as

shown in Fig. 2.2. The primary video signal is obtained using :1e Pulnix camera electronics,

Fig. 2.3, which has been tnodified to linearize the video output. To minimize noise, the A/D

conversion system is mounted integrally with the CCD electronics. Normally the system

operates synchronously with the digital processor at 60Hz, repeat field. But RS-170 30Hz
interlaced field operation is switch selectable for certain laboratory test procedures.

A DTI-100 digital video processor, developed in collaboration with Peter R. Vokac of Digital

Television Imagery, Inc., (Hege and Vokac 1986) allows capture of digital video data in for-

mats suitable for full-frame greyscale image processing (bright objects) or for photoelectron

event processing (faint objects). More than one photon per pixel is Aikely to be detected for

objects of sufficient brightness. In this case it becomes necessary to record a video amplitude

for each pixel (greyscale mode). For fainter objects a pixel rarely records even one photon
and even more rarely multiple photons. In that case recording only the cuordinates of pixels
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which have K :ected photons provides nearly linear, noise free data compression (event mode).

Figure 2.3 Video Prepiocessing. The Pulnix Video Processor and the Analog.to.Digital Converter (above).
The digilal Taxi Sync rcccivc and Data send (helow).

Both bright and faint object mode data are digitally corrected to suppress time lag effects due
to image decay time, which is dominated by P-20 phosphor afterglow in the image intensifier
gain stages. Trhe DTI- 100 digital video processor is shown in Fig. 2.4.

4



Figure 2.4 The DTI-100 Digital Video Processor. This 10MHz synchronous processor is wire wrapped in
this prototype system.

0 0 a 0 0-9 4 5 a 0 A 0 . . . . . . . . . . . . . 5

Figure 2.5 The DTI-100 VMEbus Interface Unit. This also contains a digital Taxi (Data receive awd Sync
send). This board is also wire wrapped,

The DTI-100 is integrated into the VMEbus host system with an AMD Taxi® data interface
carrying the pixel synchronizing horizontal (H) and vertical (V) signals to the detector system
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at the telescope and the digital video data (at 1OMbytes/s) from the digitizer at the telescope
LSing ti her optics (ig. 2.5). This unit also contains a D/A converter for output of RS-170
video to a conventional video monitor.
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only the x- and y-c;oordinates of the photoelectron events are rec orded.

For on-line image construction (events only in this prototype system), a "quick-look" image
construction capability is implemented with an 18MI-z floating point math-coprocessor Math-
Cop29 from lo, Inc. Software is being developed for K-T cross-correlation accumulation as
well as autocorrelation function accumulation. Recent progress with image construction algo-
rithm development in collaboration with Queens University (Kingston, Ontario -- Meng et al.
,989) suggests the possibility of using the more accurate triple correlation procedure in this

processor.

System integration, which provides high-level software development and validation as well as
telescope and instrumentation control capability, is accomplished with a Sun Microsystems
4/110 scientific workstation. The digital video processor is implemented in a VMEbtls
MC6,SC00 hosted unit which operates as; an extension of the Sun 4/110 VMEbus.

2.1 The Four-stage Proxitronic Image Intensifier

This system consists of four ';tages of Proxitronic proximity focused image intensifiers, the
flist stage having lO0ns response X-3 phosphor output. The first stage was specifically
selected using laboratory tests (Cromwell 1989) which showed that intensifier to have a
photon-counting efficiency exceeding 80% of the measured first diode photocathode
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efficiency. This yielded an overall photon-counting efficiency of 15% at its peak efficiency
near 400nm.

A mechanical assembly was designed and fabricated to

carry the image intensifiers at the instrumental focal plane.
relay the intensified image to the image sensor.
position the imager at the relayed intensified focal plane.
house the voltage divider for the multi-stage intensifier.
support the CCD image sensor.
allow transfer lens focus adjustment.
provide image intensifier photocathode cooling.
connect dry air, high voltage and cooler power sources.
interface temperature sensor, imager control and video data signals.

Fig. 2.7 illustrates these details.

RETMNER- 7
REMOVASLE MIOFRAME

MOUNT BLOCK OPTiC SHORT STRAP LONG STRAP

P0TflNO FRN 0 RAM LPN$ MOUNT

COOLIN PLATEN 1. T. SUPPORT ATTACHING
BLOCK10.54

TIE COOLER -. ASS

COPPER BLOCKS
FRONT PLATE=

QUART'Z VNDOW/• 50

FRON

4TH

10t 14• 5 PROXI-BLUE

Figure 2.7 Mechanical layout of ProxyBluc imagc intcnsificr.

The image tube assembly consists of two two-stage subassemblies. These are separated by a
fiber-optic boule, across which 30 KV is dropped, to allow 15KV/stage to be applied to each
stage of a four stage intensifier using only a 30KV power supply. Lower voltage operation is
crucial at the mountain top sites of large astronomical telescopes. A two-stage image tube
subassembly, potted for high altitude high voltage operation, is shown in Fig. 2.8.

The transfer lens assembly consists of a pair of Kowa lenses operating as an fWA.4 2:1 image
reducer. This maps the image intensifier point spread function onto the CCD imager at a
scale at which the pixel size approximately matches the Nyquist sampling size. The effective

7



resolution, referred to the photocathode, is, about 75 gam FWHM (about 13 lp/mm at 5%
modulation).

Figure 2.8 Photograph of two-stage Proxitronic image tube subassembly.

A focus mechanism is provided to assure the sharpest possible point spread function In the
very shallow depth of the f/0.75 Kowa focused image on the CCD image sensor. The
remoted Pulnix CCD sensor head is mounted directly onto the image transfer lens assembly.
The placement and alignment of the sensor is critical at this f/0.75 focus.

The RTV silicone potted voltage divider occupies the space surrounding the transfer lens.

A refrigerated liquid cooled copper platen provides cooling to the first stage photocathode.
The thermoelectric cooler buffers the temperature gradient so that the quartz image intensifier
input window is kept at ambient temperature. This provides a thermally neutral package with
no heat load into the telescope chamber, which is essential to preserve image quality (seeing)
at the telescope.

2.2 Pulnix Camera Modifications and the Analog-to.digital Converter

The requirement for optimum performance as a linear, low noise imager dictated some
modifications to the standard Pulnix TM-540® RS-170 video imager. Some of the original
on-board electronics provides image processing to improve cosmetic appeal and not to
preserve linearity of response. We identified the point at which the linear CCD output signal
can be extracted, amplified and applied to the analog-to-digital converter (ADC). Gain adjust-
ment is provided to match the dynamic range of the linear video response to the sensitivity of
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the ADC. To minimize noise, the ADC unit is mounted in close proximity to the camera elec-
tronics, with particular attention to grounding and rf shielding. Careful measurement of H- and
V-synchronized pixel timing revealed that small, uniform phase drifts exist because the Pulnix
system uses a non-integral 606.66 clock pulses per video line (including blanking interval).
To prevent sample time dep,.mdent systematic readout noise, we use the camera pixel clock
for constant pixel phase ADC timing control. The latched digital value is then transferred
without pixel phase indu,-ed error. Precise system synchronization is achieved with 1Ons step-
wise adjustable 0 - lOOns (one CCD pixel time) delays.

2.3 The DTI.-O0 Digital Video Processor

The DTI-100 is the master controller for this pixel synchronous digital video processor. The
schematic block diagram is shown in Fig. 2.9. The Pulnix imager is controlled in the conven-
tional way, with H and V sync digitally computed from a crystal controlled timebase, to accu-
rately synchronize the processor's logical pixels with the sensor's physical pixels. This avoids
all systematic effects of pixel vs sample aliasing. To avoid propagation delay dependent syn-
chronization errors, the digital delays are tuned to the particular set of data and control Taxi
fiber optic lines which will be used with this system at all observing sites.

Data digitized in the "repeat field" 6011z framing mode as 240 lines of 512 8-bit pixels per
line is fed to the digital video processor. A digital filter coadds adjacent pixels in pairs to
yield a 240 x 256 pixel format further enhancing the signal-to-noise ratio while providing a
more convenient pixel aspect ratio.

A one-frame digital video delay (frame store) allows digital subtraction of the previous video
field from the current video field, pixel by pixel, so that only new information arriving in the
current field is captured. This full frame subtraction of the previous image from the current
image provides image intensifier lag suppression, preventing multiple detection of photoelec-
tron responses in more than one video frame. By running a shutter synchronously with the
video framing, this feature can also be used for greyscale imaging: the afterglow in the previ-
ous field with the shutter closed provides the black (zero) level for the current field with the
shutter open. A Uniblitz shutter is provided in both Steward Observatory speckle cameras
(Hege et al. 1982 and Beckers et al. 1983) for this purpose.

Logic in the DTI-100 allows output of either the digitized video raster, with or without sub-
traction of previous frame (greyscale), or the coordinates of the detected photoelectrons
(events) for each field.

At higher light levels the event detection scheme saturates if there is significant probability of
more than one photon per pixel. In that case the pixel-by-pixel frame subtract capability pro-
vides lag-suppressed greyscale imaging. This mode of operation requires frame synchronized
shuttering to provide dark subtracted zero-level (phosphor lag-induced image intensifier "after-
glow") calibration.

For digital video logging, the system allows selection of both unsubtracted (raw) and frame
subtracted (V-diff) linear greyscale data. For real-time display, the system also provides the
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reconstructed event detected video.

1 * 4

'i I 6 4-

" - - I '
I l

b '... ..........

Figure 2.9 DTI-100 schematic block diagram.
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The digital video logic provides thresholded localization of a peak to a unique pixel in a
unique frame. The pixel coordinates are each 8 bits, H (=x) and V (=y). For each detected
event these c,. ordinates are loaded into a 16 bit wide 4096 bit deep FIFO memory for capture
by the host computer. The detection logic operates by continuously inspecting a 3 x 3 subras-
ter centered on (x-l,y-1) with respect to the location being tested. An event is detected if
the pixel

value exceeds a threshold.
value is less than a second threshold.
value is greater than that of its eight nearest neighbors.
value Is greater than its value in the previoas or following field.
address is greatest of nearest neighbors with equal values.

This scheme provides some immunity to ion events, which is implemented using the second
"Itexclude if exceeded" threshold.

2.4 The DTI.-O0 VMEbus Interface Unit

VMEbus Interface Unit (VIU - Figure 2.5) is shown schematically in Figure 2. 10,

UMIr DATA P1

CENTROIDER I

U. A

OPTCA TAX I OR

- - RECEIVER RECEIVER

- RANIIMITTIM RANSMITTER

r CONTROL

UME INTERFACE _ ADDR,. DAI'A

Figure 2. 10 VMEbus Interfacc Unit block diagram,

The VIU provides computer support of the DTI-100 features, including

threshold set.
FIFO control and read.
status monitor: FIFO, Vertical interval, Saturated pixels, Frame #.
interrupt service: Vertical (V).
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multiplexor control: Event display and greyscale data.
resync the Taxi links.

The VIU also contains the Taxi control and support. The Taxi transmits H- and V-sync, pixel
clock and remote sync to the camera and receives 8 bit digital video together with comp sync
and blanking from the camera. Sumitomo® DM-34 optical transmitters and receivers send
the camera sync and receive the synchronized 10Mbyte/s video data using glass optical fibers.
The remote resync capability is used to synchronize the returning Taxi data link once the out-
going Taxi sync link has achieved lock. This assures fully synchronous, pixel phase locked,
operation of the digital video system.

In addition, a video DAC takes the raw 8 bit digital video and composite sync and blanking
from the Taxi receiver to produce a RS-170 standard output for diagnostic viewing on a moni-
tor. The VIU also provides 8-bit greyscale data to the Io, Inc. Mat'hCop2 coprocessor for
some real-time greyscale video processing applications. The MathCop2 schematic block
diagram is shown in Fig. 2.11.

SLocal Microcode SRAM
Host Address 2K by 80 bits

orAddress Generator 8K by 80 bits

SdrsControl

Local $RAM Four Ported Multiply, Add,
116k x 32 bit Register MDlivide Subtract,

or File anvde Data

64k x 32 bit 64 Registers Square Root Cndend Co~nvesin

Data

Optional I/0 VMEbus
Daughter board P2

Figure 2.11 MathCop2 coprocessor schcmatic block diagram.

2.5 Data Logging and Quick-look Capability

The present implementation provides only conventional 9-track magtape for digital data log-
ging. Real-time digital video can be monitored directly from t, L DTI-100 VIU. Full-frame
subtracted digital video and reconstructed event-detected video can be selected for display
using a DataCube MaxGraph® video display card.
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The math coprocessor allows computation of vector autocorrelations of event data, and can be
programmed to provide Knox-Thompson or near-axis triple correlation integrations. It can
extract recentered subrasters from greyscale data prior to magtape logging. This considerably
reduces the volume of data which must be logged in greyscale mode. This greyscale capabil-
ity is not yet implemented.

A double-buffered Magtape handler has been written to support zhe data logging requirements
for event detection. The event detection logic cannot effectively accommodate data rates fas-
ter than approximately 50K to 70K events/s. Thus conventional 9-track magtape is sufficient
for low light level data logging.

A Performance Technologies VMEbus repeater allows the Sun 4/110 graphics workstation,
used as system host, to read the real-time digital video system's data buffers. This allows use
of any of the data reduction capabilities of the host system to directly access data for near
real-time quick look during the course of the observations while at the telescope. This capa-
bility is not yet fully implemented.

2.6 The Sun 4/110 Graphics Workstation Environment

Development system support is provided by the Sun Microsystems 4/110 graphics worksta-
tion, This systecm has been used for all of the real-time quick-look image reconstruction algo-
rithm development. It will also provide off-line data reductions capability while observing.
Software for the realtime system is based on the real-time operating system VxWorks®
developed by Wind River Systems. The real-time system software will be down loaded via
the VMEbus repeater. The camera system is not dependent upon the workstation for routine
operation in event mode. This workstation support is not yet fully implemented.

Ethernet capability exists for future implementation of telescope and instrument support capa-
bilities, as this communication capability is planned for all Steward Observatory telescopes at
which this low light level digital video system might be used. No Ethernet capability is avail-
able in the stand-alone mode system, as that capability is presently available only through the
Sun 4/110 workstation.

For operation at other than Steward Observatory telescopes it is essential that stand alone
operation of the real-time data capture system, with quick-look data quality and data quantity
monitoring capability, be fully implemented. The development system is required to complete
the implementation of that capability.

3. Image Construction Software

For validation of the system in a program of observations, particularly Earth satellite observa-
tions, a minimal complement of image construction software is provided. This includes image
centrold computation for rapid guiding and telescope control. Simple image phase and image
amplitude integration provides the best objects for quick-look evaluation of data qualit md
quantity.
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3.1 Event Lists

To optimize the detector system real-time data logging for low light level work, at low photon
rates, data is recorded as a list of the x,y-coordinates of the detected photoelectron events for
each frame. The format of the standard event list for a single frame is:

n (The frame number)
Nn (Number of events in the frame)
Y1, x1  (Row, column event coordinates)
Y2, X2

YN.I XN.

This repeats for as many frames, M, as are in the file. All of the items in the list are
unsigned short integers (16bits). The n-th short exposure image data frame (specilegram) is
then

N.1. (r) =: ,8(r-rk),
kal

where the position vector is r=-(x,y) and the event coordinates are rk=(XkYk).

3.2 Rapidgulder

Frame-by-frame recentering, rapid guiding, is the simplest image processing yielding appreci-
able benefit. The long exposure integration of such rccentered data is useful for estimates of
seeing necessary for further image construction. In this system rapidguider function is pro-
vided by software which determines frame centroids Rg <y>,,<x>, which can be used for
telescope guiding control as well. The long exposure image is then

MiL (r)= 1 1. (r-R).
n-t

3.3 Vector Autocorrelator

The autocorrelation function is accumulated as the two-dimensional histogram of vector
differences Ay -=(y ,x1 )-(Yj,xj) for all pairs of events in the frame. Because this is a raster-
readout system, the addresses arrive sorted in raster sequence, so only one half-plane of the
centro-symmetric autocorrelation need be computed. These vector autocorrelation histograms
are summed for all the frames in the data file. The complete autocorrelation function can then
be computed by symmetrical extension. The theory of this is summarized in the "Event Data
Reduction Theory," chapter of the Steward Observatory Speckle Handbook (Watkdns et al.
1989). The relevant result is

A r) Iv ,-I N. 8(A& -0.
n-ISM, k-I k'.k+l

A (r) is properly normalized to the (square) array size Su2d, d-256 being the detector raster
size. The autocorrelation function must be computed in an array twice the effective size of
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the detector array. If the speckle camera is operated at magnification great enough to
sufficiently oversample the telescope PSF (diffraction pattern), it is possible to reduce the ras-
ter size further (to d=128) by dividing all raster coordinates by 2.

3.4 Noise Bias Compensation

The raster event detector autocorrelation function, A (r), is biased with a peculiar detector
response function. Events are detected as local maxima, produced by photon responses with a
significant point spread function localized in the video raster (refer to section 2.3). Therefore,
it is impossible to detect events in the same or adjacent pixels (they must be separated by a
minimum detectable on at least one pixel). Fig. 3.1 shows an autocorrelation function (ACF)
with this peculiar photon event detection point spread function. The crucial signature of this
systematic response is the nearest neighbor deficiency surrounding the central response. This
example shows the ACF of a point source observed with a double slit mask covering the tele-
scope pupil. The double slit fringe pattern is seen modulating the broad atmospheric seeing
response. The corresponding power spectrum (PS), obtained as the Fourier transform of the
ACF, is also shown. The characteristic signature of the PS noise bias function (a negative
"cosine" function), underlying the double slit aperture response, is clearly seen.

09 4S '1"28 lo ass -to 0 420

Piels ol pllt: el Ffequency (cyclos/let)

Figure 3.1 ACF/PS pair showing the event noise bias signature of video raster detected events.

This noise bias function must be stable, with invariant shape, in order to be accurately cali-
brated. The variable magnification, for cxample, experienced previously with an electrostati-
cally focused four stage system (Hege et al. 1982), yielded a photon detection point spread
function which depended upon .he position at which the photoelectron event was detected.
Such a variable PSF produces a noise bias with seeing and guiding dependent shape which is
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impossible to calibrate to high precision. This calibratability requirement defines the most
stringent constraints of point spread function stability - it must have a stable spatially invari-
ant shape. This in turn establishes the corresponding detector point spread invariance and sta-
bility requirements. As shown in Hege et al. 1986, this function must be stable to better than
one percent for visibility calibration accuracy of one percent at spatial frequencies up to about
80% of the telescope diffraction limit for a 10th magnitude object. At magnitude 12.5 the
requirement is correspondingly 10 times more stringent, etc.

The noise bias function is calibrated by a high signal-to-noise observation of random, uncorre-
lated photon events uniformly distributed over the detector array. This bias calibration func-
tion is scaled to the observed PS at spatial frequencies greater than the diffraction limit, and
then subtracted from that PS. Alternatively, models of the PS noise bias may be fit to the PS
results using nonlinear least-squares techniques. For further details of such detector noise bias
calibrations (see Hege et al. 1986, Christou 1988 and Hege 1989).

3.5 Knox-Thompson cross-correlator

The event address data realization of the Knox-Thompson (K-T) algorithm requires accumula-
tion of the complex cross-correlation quantities

k;, (r, sx)I=- NY., exp(-i2UsxkI/S) S(Ajk-r)
niJ~k=l

)Ok
and

•Y (r,sj,) =S-f YJ N, exp(-127tsyyk1/S) B(Aik-r)
I jA=

The conventional 2 subplane K-T algorithm results from sxusyml. Ayers et al. 1988 have
show that improved performance is possible by extending the method to include more planes
(sz,sy). We have very limited (16K) cache memory in the MathCop2, hence only the 2 sub-
plane K-T is used for the quick-look capability implemented at this time.

If the photon detection PSF were 8-function like, then omitting the self-correlation terms (for
ink) would yield an unbiased estimate of these required cross-spectrum quantities. We have
found that non-linear least squares modeling of the bias quantities, as described for the ACF
in section 3.4, is a useful approximation for correcting tme bias residuals in these cross-
spectra.

3.6 Triple-correlator (near-axis subplanes)

Triple-correlation (TC) subplane image constructions using event address data, as imple-
mented by Meng et al. 1989, have been installed and tested in the Sun 4/110 system host.
These will not be used for any real-time observing quick-look capability, but they will be
available for use at the observing site when the system is operating in hosted mode. The few
subplane (2, 3 or 5) TC used for this work is like that described by Northcott et al. 1988.
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SN. N. N.
< (fI, f2)>,, = FT< exp(-i27tf 2.r,,) x " Jexp(-i 2 nf 2"r,) 8(Ai)k-r)]

M=1 k=1 j=l

For 2 subplanes f2 = (1,0), (0,1). In practice, 3 to 6 subplanes for which I f21 < r0 / XS,
known as the near-axis region, which has the highest signal-to-noise ratio, yields a satisfactory
result (Meng et al. 1989). The ruggedness of the 'i C process with respect to object complex-
ity suggests that even for real-time applications, where computational efficiency is critical, the
generally better performance of the relaxed 2-plane TC algorithm, compared to a 2-plane K-T
process, warrants the additional computing effort. Unfortunately, the MathCop2 processor
utilized in this realization of the low light level detecting system has insufficient cache
memory for implementation of this capability in (near) real-time.

3.7 Simulation studies (AFGLSO camera data)

- ,- K.
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Figure 3,2 R Aqr. Image constructed from AFOLSO camera data using K.T with Fienup retouching. KPNO
4m telescope. The LPV and H. emissions are well resolved in this single observation. The
labels Cl, C2 and LPV indicate the two HI1 sources and the LPV position as reported from
NRAO VLA radio imaging at 2cm (Michalitsianos et al., 1988). The LPV was not completely
resolved, and the expected position was plotted from Naval Observatory astrometry. This image
shows the LPV as a clearly resolved source component.

Anticipated performance of this ProxyBlue based digital video system is based upon experi-
ence with the four-stage Varo system utilizing analog recording of video data (Hege et al.
1982) and software event detection. During the course of this development effort, algorithm
validation using data from that system has produced reassuring results. Fig. 3.2 shows an
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image of R Aqr constructed from such AFGL/SO camera data using K-T with Fienup retouch-
ing (Fienup 1978). The data was obtained with the KPNO 4m telescope in a 30nm bandpass
centered at 656nm (H.). This result is particularly important as it illustrates that the bias
compensation required for phase reconstruction can be accomplished with this type of video
raster event detector. The results of this optical high angular resolution image compare favor-
ably with .hat of the radio VLA, long established as an exemplary high angular resolution
imaging facility.

An image of XY Leo was obtained with the same detector and data capture system. In this
case, data was obtained using the pathlength compensated Multiple Mirror Telescope in a
30nm bandpass centered at 750nm. Fig. 3.3.

0*

Figure 3.3 XY Leo. Image constructed fron. AFOL/SO camera data using K-T with Fienup retouching. Mul-
tiple Mirror Telescope (Pathiength compensated). The astrometry and photometry are in close
agreement with predictions from image models based on spectroscopy (Barden 1987).

This result provides crucial evidence that the image calibration procedures, especially noise
bias compensation, can be applied using the. coherently cophased MMT. The higher resolu-
tion of that 6.8m aperture synsthesis system placed even more stringent requirements on PSF-
colored noise bias corrections. The success of this construction for a magnitude 11 object is
particularly encouraging.

3.8 Tests and Validation (MAMA data)

An important feature of this work is the development and validation of real-time operating
capabilities, particularly the quick-look data evaluation capability, for use with any low light
level high angular resolution imaging system. The software developed In this project is
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intended to be applicable to any photon-counting imaging detector. Du.'ing this project we
have tested our programs with data obtained with the Stanford University MAMA imaging
system (Timothy and Morgan 1986). Fig. 3.4 shows data and image constructions for the tri-
ple star ADS 11344. The image was constructed from MAMA camera data using Tripl"
Correlation (near-axis I f21 <2 - five subplanes). The SO 2.3m telescope was used for this
observation at 650nm, bandpass 30nm.

Figure 3.4 ADS 11344. These panels represent data taken with a MAMA photon detector, For observing, the
real-Lime raw data display (upper left) Is required. The integrated long-exposure (upper right) is
useful for verification of camera performance. A simple rapid-guldcd Integration can monitor suc-
ing (lower left), as well as show low-frequcncy features of a resolved object, The fully-
constructed triple star image (lower right) is the desired result. The same data Is prcscnted in all
four panels.

4. Low Light Level Detecting System Test Results

This describes the tests conducted for each subsystem of the low light level detecting system.
The total test program was designed to evaluate the degree to which the hardware and
software systems performance meets specified requirements. The test program evaluates five
subsystems: Image Intensifier, Camera Electronics, Digital Video System, Host/Interface and
Camera Software. Low light level detecting system observing tests were not completed.

4.1 Image Intensifier Tests

The primary guarantee of successful operation of a photon-counting image intensifier system
is the extensive pre-testing program developed during more than a decade of experience in
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assembling and testing by R. Cromwell and his associates (Steward Observatory), of high per-
formance, high detective quantum efficiency systems optimized for low light level detection
astronomical applications. That experience has yielded the extensive pretesting and assembly
testing procedures outlined here. Further details are in Cromwell 1989.

Characterization of Individual Image Intensifier Tubes. Each Proxitronic tube, while
operating at 15KV, was evaluated individually for dark emission, field emission, ion dark
emissions, signal induced background (number and type of events within a dark spot sur-
rounded by a specified illuminated region), D.C. gain (nunaber of phosphor photons per pho-
toelectron event), photocathode absolute response (or Q.E.) vs. wavelength, uniformity of
response, fixed noise characteristics, resolution and geometric fidelity (magnification as func-
tion of field radius and fiber optic shear).

Further Testing of First Stage Candidate Tubes. Each candidate first stage tube was
further evaluated to determine its pulse power distribution (represented as a histogram of
Number of Events vs Event Output Power), photon counting efficiency (% of events which
yield a countable response) and dark emission vs. temperature (effects of cooling).

Selection of First Stage Tube. The tube selected as the primary photon detector met or
exceeded the following criteria:

a Dark Emission: Less than 120 Events -cm- 2 .sec-1 (Less than 2 Events/Frame at 60
Hz) at a temperature no cooler than -30 *C.

b Field Emission: No persistent spots with brightness significantly greater than a
single photoelectron response within a 20 mm diameter region in center of detec-
tor. No persistent spots brighter than a single ion response anywhere in the
detector.

c Ion Dark Emission: Less than 10 Events .cm-2,sec-1 at -30 OC.

d Ion Signal Induced Background: Less than 10-3 Ion/Event within 6 mm diameter
uniformly illuminated circular image.

e D.C. Gain: Greater than 100 53Onm X-3 phosphor photons per photoelectron
event.

f Photocathode Quantum Efficiency- The measured response is shown graphically
in Fig. 4.1. In any case, the photocathode QE at 550nm must be greater than
10%. Measurements of mA / watt (or percent q.e.) were made at X. - 298.9,
313.0, 350.0, 380.8, 406.4, 425.6, 497.4, 550.0, 650.0, 750.9, 795.0, 853.0, and
901.9 nm,

g Uniformity of Response: Less than 5% variation rms from average response at
center of tube. In no case peak-to-peak variation greater than 10% over
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contiguous regions larger than 100p.n dia.

h Fixed Noise Characteristics: No obvious response aliomalies, dark spots, etc. upon
visual inspection.

I Resolution: Less than 50gim (FWHM). MTF greater than 5% at 20 line-pairs per
mm.

J Geometry: Distortion less than 0.1%. Shear less then 30gim.

k Pulse Power Distribution: The tube selected exhibited a well-defined photoelec-
tron event pulse power maximum, well separated from the pulse power distribu-
don of noise events. The pulse power distribution is shown in Fig. 4.2.

1 Photoelectron Counting Efficiency: Greater than 90%. This measurement was
obtained both as absolute counting efficiency and statistically as the detective
quantum efficiency (DQE).

m Dark Emission (Cooled): Dark emission decreases by factor of two for each 7 to
10 TC cooling.
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Figure 4.1 Detector Sensitivity. Blue sensitive first stage image detector, The bold curves are for the two
tubes selected as satisfying first stage criteria,
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Selection of Gain Stage Tubes. Acceptable gain stage tubes had less critical dark emis-
sion and field emission standards, but had higher D.C. Gain requirements: 1) The D.C. gain
must be greater than 400 P-20 phosphor photons per photoelectron event, as demonstrated in
Fig. 4.3. 2) The Photocathode Quantum Efficiency for 560nm phosphor photons must exceed
10%. Fig. 4.4 illustrates the typical measured response. All of the other criteria were the
same for gain stages as for the first stage.

HV Potted Pairs of Tubes. While operating at 30 KV these image intensifier sub-
assemblies were examined to confirm the expected performance implied by the acceptance cri.
teria of the individual stages. In particular, the potted assemblies showed the expected low
noise dark operation, free of field emission effects, and the expected illuminated operation,
free of response nonuniformity, with no more than the expected convolution degradation of
resolution.

Voltage Divider. The voltage divider must withstand reduced pressure operation
equivalent to operation at elevation 14,000 ft. Proper curing of the potting material was
verified, with special attention to bonding to leads and tubes, etc. High voltage tests assured
reliable operation at 30 KV at the altitude of astronomical observatories.
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0200 400 60080>10
Pulse Power

Figure 4.2 Pulse power distribution, The detective sensitivity is shown on the two scales at the top: Upper
- computed from signal-to-noise ratios; Lower - computed from absolute counting efficiency.
A threshold set at pulse powerr m 200 would allow detection of 90% of 21ie photoelectrons pro-
duced at the photocathode.

Fiber Optic Boule, Image Quality: No obvious response anomalies, dark spots greater
than 500g.m, shears, etc. discovered upon visual inspection. Insulation Quality: Withstands
30 KV with no HV corona or other electrostatic discharge effects. Flatness: Parallel surfaces
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are flat to less than I 4im.
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Figure 4.3 D.C. Gain of Imago Intensiflors. A is improved Proxitrunic: gain tube with P.20 phosphor, D Is
photon-counting Proxitronic tube with X-3 fast phosphor, B and C are earlier Proxitronic P.20
output tubes.

Thermo-Electric Cooler. Heat transfer: AT - -20 oC at 0 *C. Mechanical: Source and
sink surfaces flat to within 0.0005 in and parallel to within 1'.

Transfer Lens. This high efficiency transfer lens system consisting of two Kowa lenses,
f/0.75 and f/I.4, operated nose-to-ncse as a 2:1 image reducer meets the following
specifications, referred to a 20 mm diameter field of view (FOV) at the input image plane of
the transfer-lens assembly. Resolving power: MTF >5% at 20 line-pairs/mm. Geometric dis-
tortion: <0.5% over entire FOV. Efficiency: Vignetting <5% at edge of 20 mm diameter
FOV. Light transfer efficiency >7%.

Image Intensifier System Performance. The entire system was evaluated as a unit sub-
ject to the same tests at the transfer-lens output as made for the individual tubes. All of the
crucial performance criteria were expected to be first stage limited.

It was at this point that the abnormal performance of the system was first noted, When the
system was turned on as a unit the first time after the system was fully assembled there was
excessive (more than a factor of 100) ion event background. Further, when an image signal
was applied, the signal induced background exceeded that originally measured by more than
a factor of 100. These are the symptoms of a tube becoming gassy.
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Considerable effort in reviewing all of the procedures used in system assembly did not reveal
any procedural errors which would have compromised the integrity of the seals of the tube.
A second candidate tube, which had remained undisturbed in a laboratory drawer during the
entire interval from the initial testing until this discovery, was retested and found to be simi-
larly gassy. This pointed to a problem in the manufacture of the tubes, the nature of which
has not been fully diagnosed. No significant evidence of gain stage deterioration has been
detected, however.
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Figure 4.4 Intensifier Sensitivity. A typical gain stage image amplifier is shown. The sensitivity maximum
should occur at the phosphor output wavelength, as marked.

4.2 Camera Electronics Tests

In contrast to the battery of tests established by the practitioners of the optoelectronics arts,
which are crucial to the success of high performance image intensifier systems, there are
fewer pretests involved in selection of digital electronics components. This is because
manufacturer's specifications are more easily testable and more reliably deliverable, and there
is more flexibility in replacing a substandard component in the finished product. Therefore,
these test procedures focused upon the ccnfirmation of specified functions of the assembled
system. These tests confirmed the design validity, accuracy of fabrication into subassemblies,
and specification-consistent pcrformance of integrated circuit amplifier, digitizer, logic and
memory components. The tests specified here concentrated upon demonstration of valid elec-
tronics subsystem performance. They do not constitute a rigorous automated test procedure
for detection and analysis of failure.
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Digital Video Camera. An important feature of this digital video design is the
assurance of the lowest noise pick-off of the most linear video signal from the CCD video
sensor. Because this output still contains clock contamination, the following tests assured that
the mode of camera operation and the signal extraction and preprocessing are optimized for
lowest noise with maximum linearity.

a Repeat-field operation: Verified odd lines only.

b Linearity of analog response: Less than 1% rms deviation (yl). Final calibra-
tion requires integrated system. This test is not completed.

c Analog noise measurement: Less than 1/256 (±1 LSB) of linear dynamic range
(rms), Quantitative validation requires integrated system. The video system was
used successfully for the tests of the assembled image intens(•ied output. Qualita-
tively the system performs as expected.

d A/D validation: Expected linear video ramp and video camera test chart tests:
Linear to ±1/2 LSB and two pixel resolution of test chart. This was to be meas-
ured with the integrated system.

e Pixel synchronization: The A/D sample and hold is properly in phase with CCD
clock, and the latched A/D output is properly in phase with the Taxi clock (The
"1/3-pixel" problem: 606.66/line has been adequately controlled).

Fiber Optic Taxi (Video Synchronization and Digital Data) Links. The
parallel/serial/parallel optical fiber synchronization and data link has reliably provided syn-
chronization of the digital video processor to the CCD video sensor from the master clock and
accurately return the 8-bit digitized video data from the CCD sensor with correct pixel regis-
tration in more that 50 hrs of operation on the laboratory bench.

a Valid synchronization and stable transmit and receive of Taxi clocks is main-
tained at 120 MHz. The clocks are jitter-free to less than ±0.5ns. The reset sig-
nal reliably establishes data-word framing.

b Data test bits applied at Taxi data transmitter are accurately and reliably received
and decoded at Taxi data receiver.

c Digitized CCD video data (test pattern) is accurately in phase with the Taxi
transmitter pixel clock. Absolute address offset of integrated system is 5 pixels.

d 8-bit video test patterns are received at the DVP noise free. This validates all
fiber optics cable connections as well sync and data Taxi performance.
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e Taxi clock phase is adjusted so that the received valid data is registered with the
video logic clock to within :70ns (<2/3 pixel) when examined at any pixel along
any video raster line.

DTI.-O0 Test Signal Generator. Tests of the DTI-100 digital filter and photoelectronic
event discriminator and locator (DVP) required construction and validation of specialized test
equipment. This device generates digital video data rasters with specific patterns. The pat-
terns required are 1) a single modulated intensity dot at any specified pixel along any selected
line and 2) DIP switch and jumper controlled sets of modulated intensity dots in separated or
adjacent pixels. This device simulates the characteristics of photoelectron events to be
detected and localized by the DTI-100. Performance validation requires use of a general pur-
pose video line analyzer. The following test situations are generated:

a Field synchronous modulated dot generator test: A pixel, amplitude modulated

over 8 fields, produced at a selected location.

b Multiple dot generator tests: Two dots, as above separated by a known vector.

c Fat-pixel generator: Produces modulated event patterns which occupy more than
one pixel.

DTI-1O0 Performance Validation. The following tests verified DTI-100 performance.

a Pixel synchronization in event detector logic unit Is valid.

b Digital filter (512 pixel/line to 256 pixel/line): produces valid sums with valid
pixel pairing.

c Both 1 line delay and 2 line delay valid.

d Full-frame subtract (Memory test -- Stationary image subtracts fo zero, Moving
image is detected). Temporal detection is valid.

e Event Threshold/Frame Localization: Correct unique spatial detection of peak dot
generated by test circuit.

f Event peak location: Fat-dot test detects and correctly locates event at highest
raster pixel.

g Differential Greyscale: Valid frame-subtracted video is produced.

h The digital video multiplexor has not yet been tested.
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I Event Address detection is valid and correctly buffered. Column adr. valid. Row

adr. valid.

j Saturated pixel are correctly counted.

This event detection logic appears to accurately locate events in the output of the Image
intensifier as well as for the test circuit. We await image tube repairs to verify perormance
with a faintly illuminated image test pattern.

4.3 Digital Video System Host/Interface Tests

An existing VMlbus 68000 CPU camera controller system was used for laboratory tests
of the operating modes of the DTI-100 digital video processor, to monitor its status, to set the
event detection threshold level and to provide video interrupt driven data logging of pho-
toelectron event data. Neither 8.bit pixel greylevel data logging nor digital video data pro.
cessing control has yet been ver(fled.

Digital Video Processor (DVP) Interface, Test software has been written to verify the
following functions of the DVP interface.

a Read DVP status words.

b Select DVP operating mode.

c Set Threshold Level.

d FIFO control and Event data buffering.

e Video interrupt (V) service (frame control).

f 8-bit greyscale readback.

g Saturated pixel readback.

h Taxi Reset.

All of these functions operate as expected. Software for DIA video monitor support is not yet
complete.

1o MathCop2. Operation as specified by Io, Inc. using Io, Inc. supplied test procedures
and software is verified. This includes proper execution of test routines, proper execution of
data reduction subroutines, including ACF accumulation. These tests were conducted in a
borrowed MC68020 VMEbus system. Operation of real-time video MathCop2 interface to
DTI-100 digital video module has not yet been tested,
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4.4 Camera Software Tes(s

Interface Mivers to control camera functions, to move data to buffers, processors and magtape
and to control image processing iunctions have been written in FORTH for the MC68000
real-time host use4 in these camera tests. These are constructed of calls to the subroutines
required for video system host/interface alidation. These can be easily transliterated to C
when the fully integrated system is completely implemented.

Data Acquisition Program Initialization. The buffers, files and devices are properly ini-
tialized. No observing software has yet been tested.

Faint Object Observing Mode (Photoelectron Events). The routine which selects
event-mode camera operation, sets video threshold, initializes math coprocessor and awaits
command to initialize data acquisition has been tested in the laboratory. The user is prompted
for data header information, including photoelectron event threshold and data file
identification. Reads telescope interface and logs observing particulars In header. The pro-
gram verifies initiation of valid photoelectron event data acquisition, logging and on-line pro-
cessing upon user command.

No brighr object observing mode (D(fferential Greyscale) software has yet been tested. This
observing mode will be required at signal rates such that photoelectron event discrimination
becomes ambiguous In single video fields. It must have two submodes of operation, unshut-
tered and shuttered. The shuttered mode is required when signal strength is sqfficiently great
that peak fluxes of more than one photon per pixel are detected in a single video frame.

4.5 Low Light Level Detecting System Observing Tests

These tests have not yet begun because the extensive laboratory tests of the fully integrated
low light level detecting systems, required before field testing at the telescope can begin, are
not yet complete.

5. Conclusions and Recommendations

Steward Observatory has designed and constructed a photon-counting imaging detector and
image integration system optimized for the special requirements of low light level optical
interferometric imaging at visible wavelengths using the Knox-Thompson algorithm. Labora-
tory evaluation of the completed system shows the need for further image intensifier develop-
ment.

5.1 Summary of System Performance

The testing of the completed four stage Proxitronic image intensifier system showed that the
first image intensifier stage has drastically deteriorated in the interval between the time it was
selected as the tube of choice for that first stage and the time it was first turned on as a fully
assembled system. This is based upon acceptance tests showing that when it was received

28



from Proxitronic it had a photon counting efficieiy ii excess of 80% of the diode's photo-
cathode efficiency, and in all regards met the first stage performance requirements. This
should have produced imaging with overall photon counting efficiency of 15% at its sensi-
dvity peak near 400nrm. The system is presently not usahle, however, due to excessive signal
induced ion event background which was not seen in the original laboratory tests.

No mishandling in fabrication or in thermal cycling during testing has been identified. It is
also significant that a second nearly identical tube, which had remained in a drawer in the
laboratory during the entire 18 month interval, has also failed in a similar way. There seems
to have been some failure common to both tubes causing them to become gassy. The gain
stages, which are significantly different in construction - being optimized for gain rather than
for single event detection - appear not to have deteriorated.

Digital video CCD readout of the transfer lens coupled image intensifier output in 240 x 256
format is provided at 60Hz frame rate. The bidirectional fully synchronous fiber optic digital
data link which allows control and operation of the telescope mounted image detector and
video digitizer system appears to be entirely satisfactory. Full frame :ubtraction provides the
expected image intensifier lag suppression. CCD pixel synchronous operation has been
verified.

The video event detection logic localizes photoelectron responses to a unique pixel in a partic-
ular frame. An ion event exclusion threshold capability has not, however, solved the problem
with the noisy first intensifier stage (the Ion event rate is too excessive for compensation by
such simple means).

Double buffered magtape data logging provides loss-free data logging at the maximum rate at
which a 1600bpi 751ps 9 track magtape system can write. Full 8 bit greyscale images can also
be recorded, raw or with frame subtraction, on 9 track tape.

The math coprocessor algorithms to provide real-time frame centroiding and autocorrelation
function accumulation have been tested successfully. This will provide much needed quick-
look data evaluation during observation at the telescope. For conventional Lab speckle inter-
ferometry, this is tantamount to real-time data reductions. The computing bandwidth is
sufficient to provide 2 plane Knox-Thompson cross correlation accumulation. However, the
cache memory in the present math coprocessor is inadequate to contain these complex quanti-
ties at the full 240 x 256 resolution of the detector.

A Sun Microsystems workstation is provided for system development and for observing-time
support of the real-time detector system. This Sun 4/110 development system also supports
statistics- and diffraction-limited image construction with fully validated software for off line
Knox-Thompson and triple correlation algorithms.

The system has not yet been fully tested and evaluated for deep space imaging tasks using the
coherently cophased (path-length compensated) Multiple Mirror Telescope. These tests have
not been attempted because of the deteriorated image intensifier first stage.
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5.2 Recommendations for Completion and Testing of System

The most significant obstacle to the successful completion of this low light level detector sys-
tem is the considerable image intensifier work which is essential to correct the deficiencies of
the present first stage. There are several tasks required to repair, maintain and further improve
this photon counting and analog imaging system. These are fairly well-understood tasks
which can be completed in relatively short time.

The following image intensifier acceptance-testing and installation tasks, involving purchase of
two first stage Proxitronic X-3 tubes, one first ctage 25mm iTT P.47 proximity focus tube and
three gain stage Proxitronic tubes, should begin immediately.

The Proxitronic first stage tubes are for immediate replacement and backup of the present first
stage tubes, both of which were discovered to become surprisingly gassy, full of ion emission
and ion signal-induced background, after an interval of time. A new tube should perform as
well as the original tubes. The backup tube should be ordered after the acceptance and instal-
lation of the replacement tube as immediate insurance to keep the system up and running.
Additional electron scrubbing of the screen, during manufacturing, may help prevent (or
significantly delay) the tubes from becoming gassy.

Another company besides P'roxitronic should also be encouraged to demonstrate the capability
to provide the high-level performance intensifiers needed in this project. A distinct advantage
in ITT is that they are ultimately capable of providing tubes larger than 25mm diameter, with
40mm and 80mm packages being standard fare for ITT, and even larger diameters are possi-
ble. 1I7 claims to now have the capability of producing high counting efficiency P-47 phos-
phors that are blackened to prevent scattered light. Earlier we had rejected ITT because at
that time the blackening process was found not sufficiently developed.

The additional gain stage intensifiers from Proxiu'onic will serve as insurance in case further
experience with the gain stages shows that they too become gassy with time. This precaution
should also be an immediate priority because of the long lead time for delivery and accep-
tance testing of these select tubes.

There also seems to be more developmental work required which will take more time to com-
plete. These longer range tasks would involve ihe development of alternate technologies to
provide the low geometrical distortion, low signal-induced background, high resolution and
high electron counting efficiency first stage tubes required for this work. This may involve
further development of electrostatic tubes with blackened P-47 phosphor, with a back scat-
tered electron trap electrode, and in 10mm format. These developments should also include
investigations of alternative phosphor screens having high electron counting efficiency, rapid
response time, and a more peaked and narrower pulse power distribution than that of existing
phosphors.

Other technologies which should be investigated include a 40mm, minimum, diameter proxim-
ity focused diode with fiber optic input and output faceplates and rapid P-47 phosphor for use
as a second stage intensifier. This is to serve as a preamplifier that may b,' required between a
front stage and a microchannel plate gain stage in order to maintaln a tight pulse power
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distribution in a high counting efficiency system.

We also argue the need for development of a good red-response photocathode. Our success
with Proxitronic in developing a good blue-response bialkali and multialkali photocathode has
been encouraging. We need now to accomplish the same success in the red (around 700nm to
800nm). Fine-tuned multialkali photocathodes should be developed by Proxitronic and by
I'TT. For a magnetic focused tube, a III-V photocathode could show special promise (QE >
20% at 800nm).
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